horns would have constant cross-sec- 
tional areas as shown in the upper part 
of the figure. In this case, the dimen- 
sions of the horns could be chosen on 
the basis of a Mason equivalent-circuit 
model (a simplified model, well-known 
in the piezoelectric-transducer art, in 
which the electrical and mechanical dy- 


namics, including electromechanical 
couplings, are expressed as electrical cir- 
cuit elements that can include induc- 
tors, capacitors, and lumped-parameter 
complex impedances.) In a more com- 
plex, more nearly optimum design, the 
cross-sectional area of each horn would 
be either stepped or made to vary as a 


continuous function of through-the- 
thickness position, as shown in the lower 
part of the figure. 

This work was done by Stewart Sherrit, Xi- 
aoqi Bao, and Yoseph Bar-Cohen of Caltech for 
NASA’s Jet Propulsion Laboratory. For more in- 
formation contact iaoffice@jpl.nasa.gov. 
NPO-43907 


& Improved Controller for a Three-Axis Piezoelectric Stage 

Advantages over a prior controller include compactness, greater adaptability, and higher resolu- 
tion. 
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An improved closed-loop controller 
has been built for a three-axis piezoelec- 
tric positioning stage. The stage can be 
any of a number of commercially avail- 
able or custom-made units that are used 
for precise three-axis positioning of op- 
tics in astronomical instruments and 
could be used for precise positioning in 
diverse fields of endeavor that include 
adaptive optics, fabrication of semicon- 
ductors, and nanotechnology. 

In a typical application, the stage is used 
to move an optic through a small distance 
with a required resolution of the order of 
a nanometer or a fraction of a nanometer. 
Typically, the piezoelectric actuator for 
each axis can be made to expand through 
a maximum stroke <12 pm by applying a 
potential <120 V to it. To provide position 
feedback for closed-loop control of the po- 
tential applied to the piezoelectric actua- 
tor for each axis, the expansion of the ac- 
tuator is sensed by means of a str ain gauge 
bonded to the side of the actuator. The re- 
sistance of the strain gauge changes from 
about 700 to 701 Q. as the actuator ex- 
pands through its maximum stroke. The 
strain gauge is part of a Wheatstone 
bridge, so that the small change in resist- 
ance from a nominal value can be con- 
verted to a Wheatstone-bridge output volt- 
age. To close the control loop, the 
Wheatstone-bridge output voltage is am- 
plified and compared with a voltage repre- 
senting an actuator set point specified by 
an external control computer or other ex- 
ternal source. The difference between 
these voltages constitutes a servo error sig- 
nal, which is amplified for application to 
the affected piezoelectric actuator. 

The improved controller supplants a 
prior controller that resided in a 19-in. 
(=48-cm) rack. The most expensive part 
of the improved controller consists of 
servocontroller circuitry on a 4.25-by- 
7. 5-in. (=Tl-by-19-cm) printed-circuit 


board, denoted the main board. The 
strain gauges are connected into 
Wheatstone-bridge circuits that include 
relatively inexpensive, interchangeable 
resistor bridge circuits (see figure) on a 
2.5-by-3.5-in. (approximately 6-by-9-cm) 
satellite printed-circuit board. The 
satellite board can readily be replaced 
by another with different circuitry tai- 
lored for a different actuator/strain- 
gauge combination. 

The three Wheatstone bridges are 
driven by a precision voltage reference 
on the satellite board, powered by a cable 
from the main board. The voltages repre- 
senting the actuator set points are gener- 
ated by three 18-bit, self-calibrating, digi- 
tal-to-analog converters on the main 
board. The amplification of the Wheat- 
stone-bridge output voltages is effected 
by two-stage, low-noise instrumentation 
amplifiers on the main board. 

The servo error signal for each axis is 
further amplified and filtered. The filter 
circuitry can be built to have either 2-Hz 
bandwidth (resulting in spatial resolu- 
tion of 0.1 nm) or 200-Hz bandwidth 
(resulting in spatial resolution of 1 nm) . 
The amplified, filtered signal is fed to a 
final high-voltage amplifier, the output 
of which is applied to the piezoelectric 
actuator. By means of a CMOS input on 
a control connector, some of the servo- 
controller circuitry can be bypassed, 
causing the actuators to operate in a 
rapid-motion, open-loop control mode. 

One of the greatest advantages of im- 
proved controller over the prior con- 
troller arises from a low-noise design. The 
dominant component of noise is now 
Johnson noise from the strain gauges; the 
input-referred noise from all other com- 
ponents is lower by design. The lower- 
noise design makes it possible to refine 
spatial resolution from a prior limit of 1 
nm to the present limit of 0.1 nm. 



stone bridges that include strain gauges. Resist- 
ance values are in ohms. The zero-ohm resistors 
are jumpers that can be removed to trim the 
bridges. 

This work was done by Shanti Rao and 
Dean Palmer of Caltech for NASA’s Jet Propul- 
sion Laboratory. Further information is con- 
tained in a TSP (see page 1). 
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